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Article history: Tuberculosis (TB) is a disease caused by Mycobacterium Tuberculosis. 
Detection of TB at an early stage reduces mortality. Early stage TB is usually 
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and Canny edge detected images. This method introduces a new type of 


feature for the TB detection classifiers, thereby increasing the diversity of 
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available datasets were used. The results show that the proposed ensemble 
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Ensemble : method produced the best accuracy of 89.77%, sensitivity of 90.91% and 
Medical image analysis specificity of 88.64%. This indicates that using different types of features 
Tuberculosis detection extracted from different types of images can improve the detection rate. 
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1. INTRODUCTION 

Tuberculosis (TB) is one of the deadliest infectious diseases in the world. A bacteria called 
Mycobacterium Tuberculosis causes it. TB not only attack the lungs but can also infect other body parts like 
bones or spine. Tuberculosis is spread through the air, usually from coughs and sneezes by people with active 
tuberculosis disease. According to the World Health Organization, TB is one of the top 10 causes of death 
worldwide [1]. In 2017, 10 million people fell ill with TB, and 1.6 million died from the disease. In Malaysia, 
the approximately 25173 cases of TB are reported in 2018.X-rays can detect TB to a certain extent, but it 
cannot guarantee whether the patient has TB or some other infection. TB is a curable disease. Hence, early 
detection of TB is critical to increasing the chances of recovery [2]. However, in Malaysia, the late diagnose 
of TB, in most cases, reducing the chances of survival [1]. For centuries, radiologist faced the challenge of 
differentiating tuberculosis and lung cancer because they mimicked each other [3]. The lack of publically 
available datasets also makes it difficult to provide more computer-aided detection systems [4]. There is also 
a lack of radiology interpretation expertise in TB prevalent places [5]. A system to semi-automatically 
classifying pulmonary nodules with low false positivity is thus considered necessary to help radiologists 
screens the chest x-ray images [6], as medical diagnosis is one of the most important issues in healthcare [7]. 
Image processing has shown potential in tuberculosis detection. Recently, deep learning has been applied to 
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analyze features from medical images [8]. Deep learning automatically generates hierarchical features from 
images. The features at the higher level are generated from the features at the lower level. It was shown that 
the deep learning ability to learn features at the higher level produced better classification results [9]. Works 
on the usage of deep learning on chest x-rays images to detect TB have been done before. In [10], multi-level 
image enhancement were performed on the x-ray lung images. Then, a backpropagation neural network was 
used to classify TB. A completely automatic frontal chest radiograph screening system able to detect lungs 
infected with TB was presented [11]. This method begins with an atlas-based lung segmentation algorithm, 
then it extracts manually selected features such as shape and curvature descriptor histograms or the 
eigenvalues of the hessian matrix. In the end, a classifier is used to diagnose the disease. In [12], a simple 
CNN is used to perform the same task. Another CNN-based model to classify different categories of TB 
manifestations was developed in [13]. First, region proposals were extracted. Then, global and local features 
were extracted. Afterward, for each region, a CNN model is trained to calculate the new features for further 
classification. Finally, the Support Vector Machine is applied for final region classification and TB 
manifestations recognition. A deep learning-based automatic detection (DLAD) algorithm was developed for 
TB classification in [14]. The deep CNN used in this DLAD algorithm is comprised of 27 layers with 12 
residual connections. Six datasets were used for training and testing. DLAD shows consistent performance in 
the detection of TB on chest x-rays, outperforming physicians and thoracic radiologists. A technique which 
included demographic information to improve the CNN's performance was introduced [15]. Age, weight, 
height, and gender were listed as demographic variables. Results show that CNN including demographic 
variable has a higher AUC score and greater sensitivity then CNN based on chest x-rays images only. 
[16] Performed TB detection using transfer learning from ImageNet and training on a dataset of 10848 chest 
x-rays. In [17], pre-training was done on the NIH-14 dataset, and then the features learned from the 
NIH dataset is transferred to TB datasets. Experiments show that the features transferred is useful for 
identifying TB. 

When more than one model is used to make a prediction, this is known as ensemble learning. 
Ensemble reduces the variance of predictions, thus providing predictions that are more accurate than any 
single model. An ensemble created by feature-level fusion of three deep neural network models was also 
used to classify TB [18]. These three models are ResNet, Inception-ResNet and DenseNet, thus the ensemble 
was named as RID network. The models were used as feature extractors and SVM was used as a classifier. 
TB classification was also done using another ensemble of three standard architectures, namely AlexNet, 
GoogleNet and ResNet [19]. Each architecture was trained from scratch, and they used different optimal 
hyper-parameter values. The accuracy, sensitivity and specificity of the ensemble are higher than when each 
of the standard architecture was used individually. Fine-tuned AlexNet, VGG-16, VGG-19, ResNet-50, 
ResNet-101 and ResNet-512 were used by [20] to classify TB. An ensemble of these six CNNs was built. 
The ensemble models were obtained by using simple linear averaging of the probability predictions given by 
the individual models. Pre-trained AlexNet and GoogLeNet were used to perform pulmonary TB 
classification in [21], and they found that higher accuracy was obtained when using the pre-trained model. 
Later, they ensembled these models by using the weighted averages of each model’s probability scores. The 
work presented in [22] used pre-trained CNN classifiers for TB detection, where majority voting was 
employed to ensemble the generated classifiers. Lopes and Valiati proposed a Bag of CNN features to 
classify TB [23] where GoogLenet, VggNet, and ResNet are used to extract features. Then, each chest 
radiograph is divided into subregions, whose size is equal to the network's input layer. Each subregion is an 
instance, or “feature”, and each radiograph is a “bag”. They then created a Bag of Features Ensemble by 
using a simple soft-voting scheme. 

Based on the literature, deep learning has produced good results for TB detection. All of the works 
described above extract features from the original x-ray images of the chest. However, most studies used 
features that were automatically extracted by CNN. Only a handful of studies focused on non-CNN-extracted 
features. Different features should explored because the features used influences the performance of the 
classifier. For an ensemble of classifiers to perform well, it requires a diversity of errors [24]. In other words, 
the errors of the base classifiers should have a low correlation. Most of the studies only combine classifies 
that were trained on similar features. This paper presents an ensemble deep learning for TB detection using 
chest x-ray and Canny edge detected images. This method introduces a new type of feature for the TB 
detection classifiers, thereby increasing the diversity of errors of the base classifiers. We conjectured that 
using different type of images and ensemble classifiers will produce a better TB detection rate. This paper 
has two contributions as follows: 

— Generation of CNN classifiers based on two types of images, which are the original chest-x-rays and the 
Canny edge detected chest x-rays, for TB detection. 

— Ensemble technique that uses average probability scores to combine the different classifiers employed in 
TB detection. 
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The proposed approach that employs ensemble deep learning and Canny edge detected images to 
detect TB is presented in Section 2. The experimental setup and discussion of results are described in Section 
3. The conclusion is presented in Section 4. 


2. THE PROPOSED APPROACH 

In this paper, an approach that employs ensemble deep learning coupled with Canny edge detector is 
proposed. It consists of three phases: (i) image pre-processing, (ii) classifier generation, and (iii) ensemble 
classification. Figure 1 shows the image pre-processing and classifier generation phases. The ensemble 
classification phase is shown in Figure 2. Sub-sections 2.1 to 2.3 describes the details of each phase. 
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Figure |. Image pre-processing and classifier generation modules 
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Figure 2. Ensemble classification module 
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2.1. Image pre-processing 

The image acquired were first pre-processed to obtain an alternate form of feature, namely edge 
feature. The pre-processing of the images has two stages. The first stage is the image resizing. All images 
were resized to 250 x 250 pixels. This is to ensure all image sizes are uniform. It is also done so that the 
image size matches the input size of the CNNs. The second stage is Canny Edge detection. In this step, the 
images are processed such that they only contain the edges. The idea was that images with TB may have 
more unusual edges that the normal images which could increase the detection rate of TB. Figure 3 shows an 
example of an x-ray image before the pre-processing, and Figure 4 shows the image after the pre-processing. 
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Figure 3. Chest x-ray image before pre-processing Figure 4. Chest x-ray image after pre-processing 


2.2. CNN classifier generation 

In this stage, various CNN architectures could be employed to generate the classifiers. For the work 
presented in this paper, more than one CNN architecture should be used. Each of the selected CNN 
architecture will learn features from the original image and the edge detected image individually. For each 
CNN architecture, two classifiers will be generated from the original image and the edge detected image. 


2.3. Ensemble classification 

In this phase, the classification commences with the detection of TB by an individual CNN 
classifier. Ensemble classification was then conducted to produce better detection results. To achieve this, the 
average scoring mechanism was employed. To predict the final label of each test image (TB or non-TB), the 
prediction score generated by the individual CNN classifier was averaged, and the resulting probability score 
determines the final label. 


2.4. Performance measure 

To measure the performance of the proposed approach, three metrics were employed: the sensitivity, 
specificity and accuracy. Sensitivity is used to measure the ability of the model to identify positive cases, 
while specificity measures how well the model to identify negative cases. The overall performance of the 
model is indicated by the accuracy. In our case, a positive case representing TB, while negative case 
representing non-TB. 


3. EXPERIMENTAL SETUP AND DISCUSSION OF RESULTS 
This section describes the dataset used to evaluate the proposed work, the experiments conducted, 
and the discussions of results. 


3.1. The dataset 

To evaluate the work presented in this paper, two public chest x-ray images datasets are used, which 
are Montgomery and Shenzhen datasets [25]. The Montgomery dataset has a total of 138 images, which 
consists of 80 normal lung images and 58 images of TB. The size of the chest x-ray is either 4020x4892 
pixels or 4892x4020 pixels in Portable Network Graphics (PNG) format. The Shenzhen dataset has a total of 
662 images, which consists of 326 normal lung images and 336 TB images. The size of the images is 
approximately 3000x3000 pixels, also in PNG format. The total number of healthy lung images is 406, while 
the total number of TB infected lung images is 394. In order to achieve a balanced dataset, 12 normal images 
were randomly omitted, such that there is an equal number of samples in each class. From the selected 
images, 90% of them were used for training and 10% for testing. The train-test split ratio selected is similar 
to the work presented in [26] and [18]. Ten-cross validation (TCV) was used to validate the training data. 


3.2. Experimental setup 

To measure the performance of the proposed approach, two sets of experiments were conducted. 
The first was to evaluate the performance of features extracted from the original and edge detected images 
for TB detection. These features were used to generate CNN based classifiers, whereby these classifiers were 
then used to detect TB cases. The second experiment was conducted to compare the performance of the 
ensemble of classifiers used in experiment 1 with individual classifiers. Concerning the work presented in 
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this paper, the Keras implementation of InceptionV3 and VGG16 were used. Both architectures were pre- 
trained using the ImageNet dataset. 


3.3. Experimental results 
The results of the sets of the experiment described above are presented in Sub-section 3.3.1 and 
3.3.2 respectively. 


3.3.1. Performance of different set of images and CNN architectures to detect TB 

In this set of experiment, the images were classified as either TB or non-TB. For each set of images 
and CNN architecture, the learning rate and epoch were set to 0.0001 and 2000, respectively. The average 
validation results, produced by the training data, are shown in Table 1. TCV was used to validate the 
generated classifiers. The best detection rate was obtained when applying VGG16 on the original 
x-ray images. The generated classifiers were subsequently tested using the test data. Table 2 shows the results 
of the experiments. VGG16 obtained the best sensitivity on the original dataset and also specificity on the 
edge dataset. VGG16 on both sets of images recorded the same accuracy. Better detection results were 
recorded on the test data. 


Table 1. Validation result of CNN Architectures to TB Detection on original and edge dataset 


Image type CNN Architecture Sensitivity (%) Specificity (%) Accuracy (%) 
Original VGGI6 85.43 90.00 87.71 
8 InceptionV3 83.14 84.00 83.57 
VGGI16 80.57 84.86 82.72 
BeBe rience InceptionV3 76.86 81.43 79.14 


Table 2. Performance of Different CNN Architectures to TB Detection on original and edge dataset 


Image type CNN Architecture Sensitivity (%) Specificity (%) Accuracy (%) 
Original VGGI16 86.36 90.91 88.64 
Meme Inception V3 77.27 81.82 79.55 
VGGI6 84.09 93.18 88.64 
Bdge detected InceptionV3 71.21 75.00 76.14 


3.3.2. Performance of ensemble classifiers to TB detection 

For the second set of experiments, the individual CNN classifiers were ensembled to perform the 
classification. All the possible combinations were recorded. Table 3 shows the results obtained when applied 
to the test data. (A denotes VGG16 trained on the original dataset, B denotes VGG16 trained on edge dataset, 
C denotes InceptionV3 trained on the original dataset, D denotes Inception V3 trained on edge dataset) 


Table 3. The performance of ensemble CNN for TB detection 


CNN classifier Sensitivity (%) Specificity (%) Accuracy (%) 
AB 88.64 93.18 90.91 
AC 86.36 86.36 86.36 
AD 84.09 84.09 84.09 
BC 84.09 86.36 85.23 
BD 81.82 84.09 82.95 
CD 81.82 84.09 82.95 

ABC 88.64 95.45 92.05 
ABD 84.09 90.91 87.50 
ACD 86.36 86.36 86.36 
BCD 79.55 86.36 82.95 
ABCD 90.91 88.64 89.77 


3.4. Analysis of results 

Based on the results shown in Tables 1 and 2, it is observed that VGG16 performs the best when 
applied to the original x-ray images. The classifiers produced better results when applied to the test data as 
shown in Table 2. When applied individually, InceptionV3 does not perform well. It is observed that all the 
ensemble combination produces better accuracy than any individual InceptionV3 classifier. Also, there are 
three ensemble combination produced better accuracy than any individual VGG16 classifier. These three 
combinations are AB, ABC and ABCD. The ensemble combination that produces the highest accuracy is 
ABC, at 92.05%, with sensitivity and specificity of 88.64% and 95.45% respectively. However, the ensemble 
that produces the highest sensitivity is ABCD, at 90.91%, with specificity and accuracy of 88.64% and 
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89.77% respectively. Sensitivity is considered pertinent in medical image analysis as we want to reduce false 
negatives. The experiments also show that by using more than one type of images, a better detection rate can 
be achieved. Based on this result, it shows that using features automatically extracted from a different type of 
images produce better TB detection. 


4. CONCLUSION 

An approach to detect TB using an ensemble of CNN architecture on different type of images 
features, extracted from the original image and Canny edge detected image, is presented. Two different CNN 
architectures were employed, namely VGG 16 and InceptionV3. The results obtained shows that, the 
utilization of ensemble classifiers using averaged probability decision and variation of features used, 
produced better TB detection performance. This indicates that using different types of features extracted from 
different types of images can improve the detection rate. Future work may focus on other types of features to 
further improve the detection rate and reducing the processing time. We also would extend the scope to 
classify the TB based on the severity. 
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